SUMMARY A simple automated method for the estimation of ammonia in perchloric acid supernate of blood or plasma using an ion-selective electrode (Orion Ammonia-selective electrode, Model 95-10) is described. The reliability of the proposed method has been checked against an ion-exchange resin procedure, which has been chosen as a standard procedure. Regression equation and correlation coefficient for the proposed method are y = 0-7 x + 10 and 0 945, respectively, as compared with the chosen standard method. Within-run and between-run precision are 2-1 % and 3-5 % respectively. The average percent recovery is 975 0% and a tentative range is 13-73 fug/dl (9-52 tumol/l) ammonia nitrogen.
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Currently, several methods are used in the clinical chemistry laboratory for the assay of blood or plasma ammonia. These can be classified into three basic groups: procedures involving (a) diffusion of ammonia from an alkaline medium with subsequent trapping in acid (Conway and Cooke, 1939) , (b) separation of ammonia from the sample by ionexchange resin, followed by colour development with ninhydrin (Nathan and Rodkey, 1957) , the Berthelot reaction (Miller and Rice, 1963; Forman, 1964; Fenton and Williams, 1968; Kingsley and Tager, 1970; Travenol Laboratories, Inc.) or Nesslers reagents (Dienst, 1961; Hutchinson and Labby, 1962) , and (c) direct enzymatic analysis in which theformation or disappearance of NADH is measured spectrophotometrically (Mondzac et al., 1965; Jacobs and Olthuis, 1973; Smith Kline Instruments Inc., 1975) .
Most recently, a number of ion-selective electrode procedures have been developed for the determination of this analyte in whole blood or plasma (Orion Research; Park and Fenton, 1973) . Generally, those methods are based on changes in the electrode potential (millivolts) as a function of ammonia concentration (more specifically, as a function of ammonia activity). A more detailed account of the principles involved in the potentiometric deterReceived for publication 28 April 1978 mination of ammonia in biological samples can be found in the Instruction Manual (Ammonia-Selective Electrode, Model 95-10, Orion Research) and in the paper by Proelss and Wright (1973) .
In this paper we report our experience with an automated electrode system developed for the quantification of ammonia in perchloric acid supernate of blood. An automated procedure for the potentiometric determination of ammonia on perchloric acid supernate has not been done before. Proelss and Wright (1973) have described a manual procedure while Park and Fenton (1973) have reported an automated method in which measurements have been made on plasma directly. The proposed procedure has two main advantages over the method of Park and Fenton (1973): (1) All possible interferences from nonspecific ammonia liberated from plasma proteins as a result of alkalinisation are removed by precipitation with perchloric acid. (2) Perchloric acid supernate can be kept at 0C for up to two hours (Proelss and Wright, 1973) Specimens were collected in heparinised vacutainers, kept on ice, and taken to the laboratory as soon as possible. 1-2 ml aliquots of heparinised whole blood were then pipetted into equal amounts of chilled perchloric acid. The mixture was vortexed for 30 seconds and centrifuged at 2000 rpm for 5 minutes. 1-2 ml aliquots of plasma can be treated similarly but plasma should be separated from cells within 15 minutes of procurement of the specimen. The supernates were then collected and assayed, as described below, or stored at 4°C until required.
ELECTRODE ASSEMBLY AND STORAGE
The electrode was assembled according to the procedure in the operation instruction manual with the following modifications: (a) a modified electrode filling solution (see materials section) was used instead of the manufacturer's; (b) only the lower of the two parafilm washers suggested by Proelss and Wright (1973) was found to be necessary to stop leakage of the internal filling solution. When not in use the electrode was disconnected from the rest of the apparatus and stored in the modified storage solution.
ASSAY PROCEDURE
The apparatus was assembled and set up as shown in Figure 1 . The pH meter was set to pH mode and ml/min Wash 3-9 Continuous-flow analysis ofammonia in perchloric acid supernate of blood or plasma calibrated for expanded scale measurements. The recorder was then set to zero, the chart speed was set to 0-25 inch (6 mm) per minute, and the electrode was connected to the continuous-flow system. Diluent, followed by reagents, were run through the system until a stable baseline was achieved (5-10 minutes). The recorder pen was set to a convenient position on the chart paper for easy detection of baseline drift. Working standards and samples were then analysed according to standard automation procedures. A 1:2 (sample:wash) 50 samples per hour cam was used throughout the study. After completion of analysis, the electrode was disconnected, rinsed with electrode filling solution, and stored in the modified electrode storage solution. All lines were then washed by continuously running water through the system for 5-10 minutes.
CALCULATION
The peak heights were plotted against standard concentrations on semi-log graph paper, and the concentration of the unknown was deduced from the standard curve. In order to establish a reference range for the proposed method in our laboratory, specimens were obtained from 65 randomly selected, apparently healthy individuals. The specimens were assayed as stated in the method section, and the reference range was obtained by a cumulative frequency percent plot on a probability paper (see Fig. 5 (Proelss and Wright, 1973) . Although the problem of leakage of internal filling solution was overcome when the electrode was assembled according to Proelss and Wright (1973) , we were unable to improve the reproducibility. This then led us to investigate the incorporation of the electrode into an automated system. To accomplish this, a 'flow-through' adapter was purchased from Orion. Figure 1 shows the flow diagram developed and used throughout the study, and Fig. 2 shows the standard curves obtained for ammonium chloride prepared in 8% perchloric acid and 035 M NaCi. No significant difference was observed in the slopes of the two curves. The basic shape and slope of the standard curve (bi-phasic) agree well with those obtained in the manual procedure of Proelss and Wright (1973) . Apparently, this bi-phasic response is a characteristic of the electrode, and several attempts to eliminate the break-point have been unsuccessful. Figure 3 is a typical tracing obtained for the standards prepared in 8 % perchloric acid. Peaks 1 and 11 represented an aqueous standard ((NH4)2SO4) used in the standardization of the resin procedure. Satisfactory correlation between the proposed method and the standard ion-exchange resin procedure was obtained. The regression line obtained was: y = 07 x + 10 and the correlation coefficient, r, was 0 945 (Fig. 4) . These results were also in close agreement with those obtained by Park and Fenton (1973) and Proelss and Wright (1973) . Within-run precision, as performed on a routine quality control serum spiked with ammonia standards (20 samples per run or batch), was well within acceptable limits (21 %). Between-run precision on similar specimens was not carried out as preliminary studies (results not shown) indicated that such specimens stored at 40C or -20'C for one or more days yield significantly higher results. Therefore, between-run precision was determined on ,ug/dl NH3-N Resin method Fig. 4 Comparison studies between the method and an ion-exchange resin method points on graph represent an average of d (see Material and Methods) . Both norma, specimens were used.
G. C. Moses, R. J. Thibert, and T. F. Draisey concentration on probability paper. Samples obtained in a random, non-selective manner from 65 apparently healthy individuals with no history of liver disease were processed and assayed as outlined in the Methods section. Ammonia values thus obtained were plotted against percent cumulative frequency on probability paper, and a tentative reference range for the proposed method was deduced (mean ± 2 SD).
an aqueous standard containing 140 pug/dl NH3 -N, stored at 40C for two to three days. Between-run precision obtained for 16 batches was 3-5%. The overall electrode precision, however, was affected by continuous usage. This was most often traced back to a membrane problem, and simply changing the membrane restored normal precision. Recovery 80 100 studies carried out on pooled plasma containing three different levels of ammonia yield an average proposed percent recovery of 97'5 (Table) . A reference range d. Individual of 13-73 (mean ± 2 SD) ,ug/dl NH3 -N was cal-!uplicate assay culated for the proposed method (Fig. 5) . The I and abnormal normal range quoted by Hyland for the standard ion-exchange procedure is 5-69 ,ug/dl NH3-N.
Previous methods using ion-selectives for the direct estimation of plasma or serum ammonia suffer from two major disadvantages: contamination of the surface of the electrode membrane by plasma proteins, and nonspecific interferences from ammonia liberated from labile amide and amino groups. The former results in a progressive lowering of the electrode response from run to run and loss of reproducibility and precision, while the latter gives falsely elevated levels for plasma ammonia. Although manual procedures, in which measurements are performed on protein-free filtrates, are not subjected to such interferences, they are tedious and often unsuitable for routine use in the clinical laboratory. In this paper we propose a simple, convenient, and inexpensive automated method for the determination of ammonia in blood. The proposed procedure is free of interferences from plasma proteins, requires minimal technologist's skill, and is suitable for routine estimation of blood ammonia in the clinical laboratory. Only minimal maintenance and relatively inexpensive equipment are required.
